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Issue 
 
The AQSB’s current configuration of the Environics 9100 (9100) is to plumb a 24V 
solenoid valve to the output of the 9100.  The function of the solenoid valve is to allow 
auto calibration gases to be delivered to the “thru the probe” or directly to the manifold. 
 
To alleviate confusion and to standardize operations within the AQSB operators should 
direct ALL auto calibration gases (precision and span) “thru the probe”.   
 
Solution 
 
Effective immediately, field staff should re-configure ALL 9100’s used for ambient air 
monitoring to deliver ALL auto calibrations gases “thru the probe”. 
 
Station operators or station calibrators should remove the 24V solenoid from the rear of 
the 9100 and connect a “calibration” line from the 9100’s output to the top of the station 
probe line.  In addition, the OSS recommends that staff switch the status 5 output on the 
status I/O board (located on the rear of the instrument) from 24V to contact closure.  
Refer to section 5.13.2 “Setting Up Status Outputs” of the Environics Operating Manual 
revision 6a for instructions. 
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